
Vermont Department of Health Laboratory to 
National Patent Analytical Systems 
DataMaster DMT Shipping Memo ' 

Tos 
National Patent Analytical Systems 
2090 Harrington Memorial Road -si-" 
Mansfield, Ohio 44901 

Froms 
State of Vermont Health Department Laboratory 
195 Colchester Ave 
Burlington, Vermont 05401 

Dates / c -z'b'"»/ 

Res 

Shipment of DataMaster DMT S/Ns /oe/S~¥ for the Vermont 
Certification Project, 

Instrument Preparation: 
1. Removed Simulator & secured simulator arms with Ty-Wrap. 
2. Removed breath tube. y .. _ 
3. Downloaded instrument files to USB thumb drive. < - • : 
4= Removed keyboard & stylus. 
5. Removed security screws & replaced with manufacturer 

supplied screws. fyjz^ /c-z'y^i^ 

6. Instrument bagged &.packaged for s h i p m e n t . f 
7. How many TSIs are included with instrument? ^ 

Shipment in this Box Contains One DataMaster DMT with NO 
accessor ies , and one Shipping Memo. 

Notes? 

Packed bys 
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Breath Record Summary 
X = I n t e r f e r e n c e r R = R e f u s a l , V = I n v a l i d , I = I n c o m p l e t e 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. Status Message 
Date Time 

Agency 
Val. 1 Val. 2 Cone. 1 Cone. 2 

09/03/2011 01:29 THETFORD PD STUART P ROGERS 0.161 0.095 0.092 STANDARD OUT OF RANGE 
09/03/2011 05:24 BRADFORD VSP JASON M SCHLESINGER 0.129 0.129 0.095 0.095 
09/03/2011 19:06 BRADFORD VSP JASON M SCHLESINGER 0.180 0.166 0.096 0.094 
09/08/2011 01: 53 BRADFORD VSP JASON M SCHLESINGER R 0.096 
09/09/2011 22: 53 BRADFORD VSP MICHAEL J DION 0.083 0.085 0.096 0.095 
09/11/2011 02:21 BRADFORD VSP JASON M SCHLESINGER 0.159 0.095 
09/16/2011 00: 34 BRADFORD VSP DAVID SHAFFER R 0.094 
09/16/2011 00: 53 BRADFORD VSP DAVID SHAFFER 0.194 0.094 
09/16/2011 17 :13 BRADFORD VSP MICHAEL J DION 0.120 0.122 0.094 0.093 
09/18/2011 15: 52 BRADFORD VSP RICHARD H OSTROUT 0.086 0.094 
09/20/2011 22: 05 BRADFORD VSP DAVID SHAFFER 0.121 0.128 0.095 0.094 
09/25/2011 01:53 BRADFORD VSP BRIAN M BURNS 0.230 0.240 0,094 0.094 
09/25/2011 04:14 BRADFORD VSP HUGH O'DONNELL R 0.094 
10/09/2011 01: 02 BRADFORD VSP SHAFFER DAVID 0.092 STANDARD OUT OF RANGE 
10/09/2011 19:34 BRADFORD VSP ALDKJF ALDKJF R 0.093 
10/12/2011 02:17 BRADFORD VSP JASON M SCHLESINGER 0.078 0.093 
10/20/2011 02:16 BRADFORD VSP JASON M SCHLESINGER 0.109 0.093 0. 092 STANDARD OUT OF RANGE 
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Breath Record Summary 
Y - T n t n r f p r a n c e . R = R e f u s a l , V = I n v a l i d , I = I n c o m p l e t e 

Test 
Date 

Test 
Time 

Agency O p e r a t o r Name Alcohol 
Val. 1 

Alcohol 
Val. 2 

Sim. 
Cone. 1 

S'im. 
Cone, 2 

'Status Message 

11/25/2010 19: 15 BRADFORD VSP DAVID SHAFFER I i 0.104 
12/04/2010 12: 15 BRADFORD VSP MICHAEL J DION I 0.229 0.102 
12/09/2010 01: 47 BRADFORD VSP DAVID SHAFFER R 0.103 
12/09/2010 02: 07 BRADFORD VSP DAVID SHAFFER 0.206 0.104 
01/23/2011 01: 41 BRADFORD VSP DAVID SHAFFER R 0.100 
02/11/2011 12: 08 BRADFORD VSP MICHAEL J DION 0.026 0.028 0.101 0.101 
02/12/2011 01: 09 BRADFORD VSP DAVID SHAFFER 0.107 0.101 
02/12/2011 01: 32 BRADFORD VSP DAVID SCHAFFER 0.107 0.099 
02/13/2011 02: 22 BRADFORD VSP DAVID SHAFFER 0.111 0.111 0.099 0.101 
02/18/2011 01 41 BRADFORD VSP GIANCARLO DIGENOVA 0.144 0.098 
02/20/2011 00 22 BRADFORD VSP JASON M SCHLESINGER 0.081 0.099 PUMP ERROR 
02/20/2011 00 27 BRADFORD VSP JASON M SCHLESINGER 0.083 0.081 0.099 0.099 
02/22/2011 17 38 VSP BRADFORD RICHARD H OSTROUT 0.223 0.098 0.096 STANDARD OUT OF RANGE 
03/04/2011 19 18 THETFORD PD WAYNE F BRIGGS 0.100 RESPONSE TIMEOUT 
03/04/2011 19 55 THETFORD PD WAYNE F BRIGGS 0.107 0.106 0.101 0.100 
03/06/2011 01 01 THETFORD PD WAYNE F BRIGGS 0.152 0.102 
03/13/2011 00 32 THETFORD PD WAYNE F BRIGGS 0.190 0.100 
03/18/2011 00 15 BRADFORD VSP DAVID SHAFFER 0.212 0.205 0.100 0.100 
03/18/2011 02 20 THETFORD PD WAYNE F BRIGGS 0.101 RESPONSE TIMEOUT 
03/18/2011 02 25 THETFORD PD WAYNE F BRIGGS 0.076 0.076 0.102 0.101 
03/22/2011 19 18 BRADFORD VSP GIANCARLO DIGENOVA 0.176 0.097 RESPONSE TIMEOUT 
03/22/2011 19 42 BRADFORD VSP GIANCARLO DIGENOVA I R 0.098 
03/25/2011 01 35 BRADFORD VSP JASON M SCHLESINGER 0.099 RESPONSE TIMEOUT 
03/25/2011 01 43 BRADFORD VSP JASON M SCHLESINGER 0.266 0.099 
04/02/2011 22 49 BRADFORD VSP DAVID SHAFFER 0.091 0.086 0.099 0.099 
04/14/2011 16 57 BRADFORD VSP MICHAEL J DION 0.156 0.097 
04/15/2011 22 56 THETFORD PD WAYNE F BRIGGS 0.105 0.097 
04/17/2011 08 50 BRADFORD VSP CHARLES R SCHULZE 0.123 0.097 
04/23/2011 00 55 BRADFORD VSP DAVID C WHITE R 0.096 
04/23/2011 02 03 BRADFORD VSP DAVID SHAFFER 0.000 0.097 
05/01/2011 01 05 BRADFORD VSP DAVID SHAFFER R 0.095 
05/06/2011 22 49 BRADFORD VSP DAVID SHAFFER 0.095 RESPONSE TIMEOUT 
05/06/2011 22 54 BRADFORD VSP DAVID SHAFFER R 0.095 
05/06/2011 23 16 BRADFORD VSP DAVID SHAFFER 0.095 RESPONSE TIMEOUT 
05/15/2011 15 46 BRADFORD VSP MICHAEL J DION 0.094 STANDARD OUT OF RANGE 
05/21/2011 00 58 BRADFORD VSP DAVID SHAFFER R 0.103 
05/21/2011 01 17 BRADFORD VSP DAVID SHAFFER 0.265 0.102 
05/21/2011 09 •54 BRADFORD VSP MICHAEL J DION 0.104 0.102 
05/26/2011 22 i l l BRADFORD VSP JASON M SCHLESINGER 0.224 0.215 0.100 0.099 
05/30/2011 21 :14 BRADFORD VSP DAVID SHAFFER 0.077 0.070 0.099 0.100 
06/15/2011 23 :57 BRADFORD VSP SHAFFER DAVID 0.088 0.101 
06/25/2011 02 :41 BRADFORD VSP JASON M SCHLESINGER 0. 094 0.100 
06/26/2011 22 :39 BRADFORD VSP HUGH B ODONNELL R 0.099 
06/26/2011 22 :58 BRADFORD VSP HUGH ODONNELL 0.160 0.157 0.099 0.099 
07/06/2011 10 :54 BRADFORD VSP DAVID C WHITE 0.000 0.097 
07/08/2011 23 :53 BRADFORD VSP DAVID SHAFFER 0.068 0.068 0.096 0.096 
07/14/2011 20 : 32 THETFORD PD WAYNE F BRIGGS 0.018 0.099 
07/17/2011 19 ;40 BRADFORD VSP DAVID SHAFFER 0.123 0.098 
07/31/2011 05 :24 BRADFORD VSP JASON M SCHLESINGER 0.147 0.096 
07/31/2011 18 :14 BRADFORD VSP HUGH O 1DONNELL 0.241 0.238 0.096 0.095 
08/03/2011 15 :47 BRADFORD VSP RICHARD H OSTROUT 0.038 0.097 
08/12/2011 22 :29 BRADFORD VSP JASON M SCHLESINGER I R 0.096 
08/12/2011 22 :53 BRADFORD VSP JASON M SCHLESINGER 0.150 0.166 0.097 0.096 

1 09/02/2011 01 :00 BRADFORD VSP DAVID SHAFFER R 1 0. 096 
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S t a t u s Record Summary 
X = Interference, R = Refusal, V = Invalid, I - Incomplete 

Test 
Date 

Test 
Time 

Test Type Status Message 

02/20/2011 00:22 Breath Test PUMP ERROR 
02/22/2011 17:38 Breath Test STANDARD OUT OF RANGE 
03/04/2011 19:18 Breath Test RESPONSE TIMEOUT 
03/18/2011 02:20 Breath Test RESPONSE TIMEOUT 
03/22/2011 19:18 Breath Test RESPONSE TIMEOUT 
03/25/2011 01:35 Breath Test RESPONSE TIMEOUT 
05/06/2011 22:49 Breath Test RESPONSE TIMEOUT 
05/06/2011 23:16 Breath Test RESPONSE TIMEOUT 
05/15/2011 15:46 Breath Test STANDARD OUT OF RANGE 
09/03/2011 01:29 Breath Test STANDARD OUT OF RANGE 
10/09/2011 01:02 Breath Test STANDARD OUT OF . RANGE 
10/20/2011 02:16 Breath Test STANDARD OUT OF RANGE ' 
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